[Experience in the operation of an x-ray diagnostic complex with a remote-controlled stand].
Functional potentialities of serial stands of the RUM-20 radiodiagnostic units were critically analyzed. The clinical use of remote-controlled stands of Rentgen-100T type was shown to hold promise.